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Abstract
The development of a novel and simple inhibition biosensor array for detection of water pollutants based on bacteria immobilized
on the surface of the electrodes is the main goal of this work. A series of electrochemical measurements (i.e., cyclic voltammo-
grams) were carried out on modified screen-printed gold electrodes with three types of bacteria, namely Escherichia coli,
Shewanella oneidensis, andMethylococcus capsulatus (Bath), immobilized via poly L-lysine. For comparison purposes, similar
measurements were carried out on bacteria samples in solutions; also optical measurements (fluorescence microscopy, optical
density, and flow cytometry) were performed on the same bacteria in both liquid and immobilized forms. The study of the effect
of heavy metal ions (lead), pesticides (atrazine), and petrochemicals (hexane) on DC electrochemical characteristics of
immobilized bacteria revealed a possibility of pattern recognition of the above inhibition agents in an aquatic environment.
Keywords Electrochemical sensor . Inhibition bacteria sensor array . Immobilization of bacteria . Water pollution . Pattern
recognition
1 Introduction
Nowadays, heavy metals, pesticides, and petrochemicals
possessing serious threat to humans and living organisms are
of the main concern for the environmental security. The most
common sources of environmental pollution are manufactur-
ing, automotive, agricultural, chemical, and medical industries
[1]. For instance, three of the most common heavy metals
released from road travel are zinc, copper, and lead, account-
ing for at least 90% of the total metals in road runoff [2].
These toxic agents do not remain where they originate.
They can be transported to different locations in a number of
different ways. Some compounds can evaporate and drift away
by winds before precipitating as rainfall. In addition, runoff
from agricultural and urban areas into drainage pipes and
sewers also contributes to significant pollution of surface and
ground water. A study from Switzerland revealed that much of
the rain in Europe contains high levels of dissolved pesticides,
actually 4 μg/l of 2,4-dinitrophenol, and it would be illegal to
supply this water for drinking purposes [3]. A field conditions
study in Hungary revealed the presence of 154 μg/l of atrazine,
89.1 μg/l of acetochlor, 47.4 μg/l of propisochlor, and
0.139 μg/l of chlorpyrifos in runoff water [4].
Another significant part of environment contamination comes
from the petrochemical industry. Typical petrochemical contam-
inants are hydrocarbons, alcohols, ketones, benzene derivatives
(or BTEX), etc. Considering the adverse effects of the above
pollutants on humans, animals, and wild life, the environmental
agencies and World Health Organization set quite low limits (in
the 0.1–0.5-ppm range) for major heavy metals (Hg, Pb), pesti-
cides (DDT, DDE, TDE, etc.), and petrochemicals (methyl alco-
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The detection of the above environmental pollutants in
such low concentration is quite a difficult task, though not
impossible, and can be achieved with the existing advanced
analytical methods such as atomic absorption or atomic emis-
sion spectroscopies (AAS, AES), inductively coupled plasma
mass spectroscopy (ICP-MS), cold vapor atomic fluorescence
spectroscopy (CVAFS), and high-performance liquid chroma-
tography (HPLC). Those methods are extremely sensitive but
expensive, requiring specialized laboratory conditions and
highly trained personnel [6–9]. As a result, both the time
and cost of analysis become very high.
An alternative approach to those high-tech methods is
based on the use of biosensors, which could be much simpler,
easy to use, and inexpensive. The main problem of biosensors,
however, is the selection of bio-receptors which actually pro-
vide the function of recognition of target analyte molecules.
Typical bio-receptors used in biosensors, e.g., enzymes, anti-
bodies, aptamers, and peptides, can easily provide such func-
tionality [10]. However, the traditional biosensing approach
may struggle with a difficult task of detecting a large number
of pollutants in a complex natural environment because every
analyte may require a specific receptor. As a result, a large
sensor array is required to fulfill the task at least partially
which may lead to a quite complex detection protocol and
therefore to high cost of analysis.
One of the possible solutions to such problem is the use of
inhibition biosensors, where the bio-receptor, typically an en-
zyme, is inhibited by particular pollutants. The selectivity of
this process is rather poor since the enzyme can be inhibited
by different pollutants. Obviously, a single inhibition sensor
cannot identify the pollutant, but a sensor array can. A good
example of such inhibition sensor array was an optical enzyme
sensor array which was enabled for both identification and
quantification of several heavy metals and pesticides [11].
Although the principle of such sensor array has been success-
fully proven, poor stability of enzymes used (urease and cho-
linesterase) was a serious drawbackwhich prevented commer-
cialization of such devices.
Living cells are particularly useful for the detection of
traces of environmentally toxic compounds because these
molecules or ions interfere with one or several internal biolog-
ical processes in cells and may cause modification of the cell’s
activity [10]. Several attempts of using whole cells as bio-
receptors in inhibition sensors were reported [12]. Generally,
electrical or electrochemical methods are promising transduc-
ing technologies for heavy metal ion detection. For example,
potentiometric measurements using ion-selective polymer
membranes enable the detection of metal ions in sub-
micromolar concentrations [13, 14]; however, more versatile
receptors have to be used for simultaneous detection of differ-
ent types of analytes, e.g., pollutants.
Another possibility explored recently was the use of micro-
organisms as sensitive elements [15]. A previous study of
optical and electrical properties of solutions of two types of
bacteria (Escherichia coli and Deinococcus radiodurans) has
first established a correlation between the optical density and
electrical conductivity and the bacteria concentration in liquid
samples, and then revealed a possibility of rapid detection of
the types of pollutants (heavy metals and radionuclides) by
their effect on bacteria concentration [16]. A recent study
was focused on the detection of heavy metals using mostly
electrochemical measurements of two types of bacteria
(E. coli and Shewanella oneidensis) which were either free
in solution or immobilized on the surface of the screen-
printed gold electrodes [17]. The results were encouraging,
and the sensors with immobilized bacteria were the most
promising for the development of an inhibition sensor array.
This work focuses on further development of electrochem-
ical inhibition sensor array for detection of heavy metals
(PbCl2 salt was used here), pesticides (atrazine), and petro-
chemicals (hexane) which uses three channels, e.g., three elec-
trodes with different types of bacteria (E. coli, S. oneidensis,
andMethylococcus capsulatus Bath) immobilized on the sur-
face. The choice of bacteria was justified by their inhibition
patterns by the analytes used; the details are given in the fol-
lowing section. The main detection technique in this work was
cyclic voltammograms, while optical methods of optical den-
sity, fluorescence microscopy, and flow cytometry as well as
cyclic voltammograms of bacteria solutions were used as
complementary techniques helping to establish a correlation
between the bacteria concentration and their optical and elec-
trical properties.
2 Materials and Methods
2.1 Bacteria Sample Preparation
For this work, the following three types of bacteria have been
chosen: (i) Escherichia coli (E. coli K12 strain) which belong
to the gram-negative bacteria type, generally sensitive to dif-
ferent types of pollutants including heavy metals, pesticides,
and hydrocarbons [18], (ii) Shewanella oneidensis
(S. oneidensis MR-1 strain) which belong to the gram-
negative bacteria and known to be tolerant to heavy metals
[19] because of its bio-catalytic activity towards heavy metals
[20], and (iii) methanotrophic (Methylococcus capsulatus
Bath strain) gram-negative bacteria which thrive in the pres-
ence of some petrochemicals [21, 22] because of its bio-
degradation properties [23]. LB (Luria-Bertain) broth was
used as a medium for E. coli [24], and S. oneidensis bacterial
cell cultures, whileM. capsulatus (Bath) were grown in NMS
(nitrate mineral salts) medium [25]. All three types of bacteria
and respective growth media as well as phosphate-buffered
solution (PBS) were acquired from Sigma-Aldrich Co. Other
chemicals, i.e., PbCl2 salt, atrazine, hexane, and poly L-lysine
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(PLl), were also purchased from Sigma-Aldrich Co. Several
stages of bacterial cultivation were performed: firstly, cultiva-
tion of a specific strain of bacteria in Petri dish containing
solid agar to be used as a bacteria source in future; secondly,
adding single colony from cultivated bacteria into a sterile
flask containing 50 ml of LB liquid broth for E. coli and
S. oneidensis or 50 ml of NMS medium for Methylococcus
capsulatus (Bath) strain; lastly, the bacterial culture flask was
placed inside a shaking incubator operating at 150-rpm shak-
ing speed. The incubation temperatures were 30 °C for
Shewanella oneidensis and Methylococcus capsulatus, while
37 °C for E. coli. Bacteria start growing after 16 h for E. coli,
24 h for Shewanella oneidensis , and 2 weeks for
Methylococcus capsulatus (Bath). Bacteria in solution sam-
ples were then studied with optical and electrochemical
methods.
The abovementioned bacteria were immobilized on the
modified screen-printed gold electrodes surface via poly L-
lysine (PLl) [26], by incubating a 1:1000 mixture of PLl
(0.1 mg/ml) with deionized water for 1 h at 37 °C. Then,
bacteria were immobilized by dropping stock solutions of
E. coli,M. capsulatus (Bath), or S. oneidensis on the modified
electrodes, keeping it there for 1 h, and then washing out non-
bound bacteria with PBS. The electrodes with immobilized
bacteria could be kept in a fridge at 4 °C for 24 h without
compromising bacteria activity.
2.2 Experimental Methodology
To study the inhibition effects on the abovementioned bacteria
by selected pollutants, e.g., PbCl2, atrazine, and hexane, their
solutions of different concentrations (0.1, 1, 10, and 100 mM)
were prepared by multiple dilution of 1 M stock solution of
each analyte dissolved in deionized water. Forty percent eth-
anol solution in water was used for dissolving hexane (it has to
be mentioned that at 40%, the presence of ethanol had no
effect of all bacteria used). Liquid bacteria samples were
mixed with these solutions in 1:1 ratio and kept incubated
for 2 h. The samples of immobilized bacteria were treated
similarly by immersing them into required solutions of pollut-
ants for 2 h.
The effect of the above pollutants on the bacterial cultures
was monitored and analyzed using three different optical ex-
perimental techniques: fluorescence microscopy, UV-visible
spectrophotometry (OD600), and flow cytometry.
Fluorescence microscopy measurements were performed
using an Olympus-BX60 instrument, using liquid bacterial
samples also stained with L7012 Live/Dead (L/D) BacLight
Bacterial Viability Kit [26, 27]. Also, fluorescent microscopy
measurements were carried out on samples of bacteria
immobilized on screen-printed gold electrodes. The numbers
of live and dead bacteria were manually counted within the
images recorded.
The optical density (OD600) of cultivated bacteria was ex-
amined before and after exposure to different concentrations
of pollutants using an optical density photometer 6715 UV/
Vis spectrophotometer (JENWAY). These measurements
were carried out at a 600-nm wavelength and represent the
losses of light due to scattering on bacteria.
Flow cytometry is a technique commonly used assessing
the size and number of bacterial cells. Suspension of bacterial
cells typically marked with fluorescent dyes is injected into
the flow cytometer instrument where bacteria propagate
through a narrow channel and are probed one-by-one by fo-
cused laser beams exciting fluorescence. The scattered light
and fluorescence from each bacterium were recorded. Tens of
thousands of cells can be quickly examined and the data gath-
ered are processed by a computer and finally shown as a 2D
graph representing the state (live or dead) of bacteria and their
size [27, 28]. A flow cytometer (BECTON-DICKINSON
FACSCalibur instrument) was used for counting the percent-
age of live and dead bacteria after coloring bacteria samples
with L7012 Live/Dead Bacterial Viability Kit, which is a mix-
ture of (SYTO-9) green fluorescence nucleic acid stain and the
red fluorescence nucleic acid stain, propidium iodide.
The electrochemical measurements, i.e., cyclic voltammo-
grams (CVs), were carried out using DropSens gold screen-
printed three-electrode assemblies (which include Ag/AgCl
reference electrode) and DropSens microSTAT 8400P
potentiostat. CVs of both liquid bacteria samples and samples
of immobilized bacteria were recorded in a voltage range from
− 0.5 to + 0.5 V; these measurements were taken before and
after treatment with each analyte (pollutant) at different
concentrations.
3 Results and Discussion
3.1 Optical Characterization
Optical characterization of liquid bacteria samples is essential
for studying the effect of pollutants on concentration of live
bacteria in liquid samples. In contrast to our previous studies
[16, 17] where the methods of fluorescence microscopy and
optical density (OD600) were used for characterization of liq-
uid bacteria samples, in this work, we deployed fluorescent
microscopy for characterization of bacteria immobilized on
the surface of screen-printed gold electrode. Fluorescence mi-
croscopy images in Fig. 1 show the effect of Pb2+ ions on
Shewanella oneidensis bacteria immobilized on modified
screen-printed gold electrodes where live and dead bacteria
appear as green and red spots, respectively [17]. It is clear that
the exposure to 1 M solution of PbCl2 salt for 2 h reduced the
number of live bacteria (green spots) and increased the dead
ones (red spots). Such experiments were carried out for all
three types of bacteria and all analytes used. The results of
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this study are presented in Table 1 as the numbers of live
(green) and dead (red) bacteria on recorded images of identical
dimensions.
Analysis of fluorescence microscopy data in Table 1 re-
vealed that E. coli andM. capsulatus (Bath) are badly affected
by large concentrations of Pb2+ ions, while S. oneidensis are
less affected. The negative effect of atrazine is dramatic and
more or less similar for all three bacteria. Hexane, however,
did not affect M. capsulatus (Bath), though it inhibited both
E. coli and S. oneidensis. Such a behavior of immobilized
bacteria is similar to those bacteria in solution [17]. The study
of optical density (OD600) results of liquid bacteria samples in
Fig. 2 shows the bacterial viability ratios (e.g., the ratios of
live to dead bacteria) before and after treatment with large
concentrations (1 M) of PbCl2. The results are similar to those
of fluorescent microscopy; all bacteria appeared to be affected
by PbCl2 though this effect was less pronounced for
S. oneidensis. It has to be said that the results of optical density
measurements, which are based on light scattering, could be
affected by different motilities of the bacteria studied.
The most accurate account of bacteria wellbeing can be
obtained from flow cytometry measurements which combine
the advantages of both fluorescence microscopy and optical
density methods. Typical results of flow cytometry for all
three bacteria before and after treatment with 1 M solution
of PbCl2 are presented in Fig. 3. In these experiments, bacteria
were stained with L7012 Live/Dead Bacterial Viability Kit
and appeared on the graphs in Fig. 3 as blue dots (for live
bacteria) and orange dots (for dead bacteria). The increase in
the dead bacteria counts after exposure to PbCl2 salt (1 M
concentration for 2 h) is visually apparent for all three types
of bacteria studied.
In addition to that, after PbCl2 treatment, dead E. coli and
M. capsulatus (Bath) bacteria appear mostly in the bottom-left
quadrant of the graph in Fig. 3a and c, indicating the increase
in the bacteria size is most likely due to hyper atrophy of cell
membrane or rapture of cell walls. On the contrary, the size of
S. oneidensis bacteria was affected much less by PbCl2; dead
bacteria appeared slightly enlarged since they were shifted to
the bottom-left in Fig. 3b.
Flow cytometry tests were carried out for the other two
pollutants, e.g., atrazine and hexane, and the results are sum-
marized in Table 2 as the percentage of live and dead bacteria.
Analysis of these data allowed us to conclude that E. coli
bacteria are strongly inhibited by all three pollutants.
S. oneidensis bacteria are less affected by Pb2+ ions as com-
pared to the strong inhibition effect of atrazine and hexane.
M. capsulatus (Bath) bacteria are badly affected by Pb2+ ions
and atrazine, while hexane/ethanol mixture stimulates their
growth.
Table 1 The numbers of live and
dead bacteria immobilized on
modified screen-printed gold
electrodes for all three bacteria
before and after treatment with
1 M solutions of the three pollut-
ants for 2 h
Bacteria Pollutants Before exposure After exposure
Live Dead Live Dead
Escherichia coli PbCl2 93 20 21 65
Shewanella oneidensis PbCl2 149 22 72 79
Methylococcus capsulatus (Bath) PbCl2 43 13 16 57
Escherichia coli Atrazine 81 25 18 64
Shewanella oneidensis Atrazine 79 18 15 77
Methylococcus capsulatus (Bath) Atrazine 62 17 19 51
Escherichia coli Hexane 69 21 20 87
Shewanella oneidensis Hexane 57 11 28 62
Methylococcus capsulatus (Bath) Hexane 75 19 71 14
Fig. 1 Fluorescence microscopy
images of immobilized
Shewanella oneidensis bacteria
before (a) and after (b) treatment
with PbCl2 salt (1 M) for 2 h
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Among the three optical methods used to determine the live
and dead bacteria percentage, flow cytometry appeared to be
the most reliable and not affected by different motilities of
E. coli, M. capsulatus (Bath), and S. oneidensis bacteria.
The dead bacteria are not motile and tend to sediment which
may affect the results of static fluorescent microscopy and
optical density measurements. Nevertheless, the results of op-
tical characterization of bacteria samples provided a back-
ground for further study using much simpler electrochemical
method.
3.2 Electrochemical Study of Bacteria in Solution
and Immobilized Bacteria Samples
In this work, the effect of Pb2+ ions, atrazine, and hexane
on cyclic voltammograms (CVs) of all three bacteria, in
both bacteria solutions and immobilized bacteria, was
studied. Typical series of CVs recorded on E. coli,
S. oneidensis, and M. capsulatus (Bath) samples are
shown in Fig. 4. The graphs of CV in Fig. 4 are almost
featureless in the selected voltage range from − 0.5 to +
0.5 V, which was chosen deliberately in order to avoid
electrochemical reactions on the electrodes, with both ca-
thodic and anodic currents just beginning to rise. The
values of both cathodic and anodic currents at − 0.5 V
and + 0.5 V, respectively, depend on the bacteria concen-
tration in solution [16, 17]; however, the effect on anodic
current is more pronounced and it is therefore used for
analysis in this work. The experiments are repeated sev-
eral (3 to 5) times and show similar results.
In Fig. 4, CV cycles appear to shift upwards upon
increasing the pollutant concentration from 0 (untreated
bacteria) to 0.1 mM, 1 mM, 10 mM, 100 mM, and 1 M.
The characteristic parameter in this study, e.g., the value
of anodic current at + 0.5 V, increases with the increase in
pollutant concentration for all three bacteria in both liquid
and immobilized forms. This means that the electrical
conductivity is controlled by bacteria adsorbed on the sur-
face of screen-printed gold electrodes and acting as an
insulating layer reducing the current. The correlation be-
tween bacteria concentration and the electric current (or
conductivity) values is very important for further studying
the effect of pollutants, and such measurements were al-
ways carried out first [16, 17]. The presence of pollutants
(Pb2+ ions, atrazine, and hexane in our case) causes the
damage of bacteria cells, and therefore bacteria became
less insulating, in turn leading to the increase in the an-
odic current, which is observed in Fig. 4.
To analyze the effect of pollutants on electrical properties
of immobilized bacteria, the values of anodic current (IA) at +
0.5 V from CV measurements were normalized by the cur-
rents values of uncoated electrodes in PBSwith the addition of
a particular pollution of particular concentrations (IA0) to con-
struct the values of relative changes of anodic current ΔIA/
IA0 = (IA − IA0)/IA0. For example, for S. oneidensis bacteria
treated with 1 mM solution of PbCl2 (Fig. 4f), the reference
was recorded on uncoated electrodes in PBS containing 1 mM
of PbCl2.
The relative changes in anodic current are presented in
Fig. 5 for all three bacteria studied as concentration de-
pendences of the three pollutants. As one can see, the
effects of PbCl2, atrazine, and hexane on S. oneidensis,
M. capsulatus (Bath), and E. coli are completely different.
E. coli appeared to be affected by PbCl2, atrazine, and
hexane even at low concentrations since the ΔIA/IA0
values increase monotonically in Fig. 5a, b, and c, respec-
tively. This means that E. coli is equally inhibited by all
three pollutants and becoming less electrically resisting.
In contrast, S. oneidensis is almost unaffected by PbCl2 at
low concentrations of all pollutants up to 10 mM, and
then ΔIA/IA0 started to increase at high concentrations
of 100 mM and 1 M. Such a behavior of immobilized
E. coli and S. oneidensis bacteria is similar to those free
in liquid as reported in [17]. M. capsulatus (Bath) respond
to PbCl2 (Fig. 5a) and atrazine (Fig. 5b) similarly to the
other two bacteria studied though the changes in ΔIA/IA0
are more pronounced at high concentrations, particularly
for atrazine. However, M. capsulatus (Bath) bacteria are
not affected by hexane (see Fig. 5c) even at high concen-
tration; moreover, an overall trend to small decrease in
ΔIA/IA0 is observed. Such a behavior was expected since
M. capsulatus (Bath) consume some hydrocarbons [25].
The results presented in Fig. 5 show a possibility of
pattern recognition of the effect of the three pollutants
studied. An attempt of pattern recognition has been done
by presenting the relative responses of the three channels,
e.g., three bacteria (E. coli, M. capsulatus (Bath), and
Fig. 2 Optical density (OD600) data obtained for three bacteria solutions
before and after treatment with 1 M solution of PbCl2 for 2 h
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S. oneidensis) immobilized on three screen-printed elec-
trodes, to the three pollutants (PbCl2, atrazine, and hex-
ane) in a pseudo-3D plot in Fig. 6.
The experimental points for PbCl2, atrazine, and hex-
ane in concentrations up to 100 mM shown in different
colors are well-separated in this 3D graph. This is a clear
indication that pattern recognition principles can be ap-
plied for identification of pollutants using different types
of bacteria. The concentration of pollutants could be
evaluated too using the appropriate calibration and data
extrapolation.
3.3 Discussion of the Results of Optical
and Electrochemical Study
The observed effects of the above pollutants on the three se-
lected bacteria are somehow expected. In general terms, dif-
ferent chemicals of both organic and inorganic origin may
affect microorganisms in two possible ways, e.g., acting as
either catalyzers enhancing bacterial metabolism or as inhibi-
tors having an opposite effect of reducing bacteria metabolism
and even damaging bacteria membranes and causing their
death.
Fig. 3 Flow cytometry results for S. oneidensis (A), E. coli (B), andM. capsulatus Bath (C) before (left) and after (right) treatment with PbCl2 (1 M for
2 h)
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In our case, E. coli is obviously inhibited by the pollutants
used. This results in the reduction of live bacteria concentra-
tion which was confirmed by optical study. Consequently, the
increased number of damaged or dead bacteria reduces their
insulating properties, thus causing an increase in both anodic
and cathodic currents.
Shewanella oneidensis bacteria are known to be tolerant to
heavy metals in low concentration, which may have even
growth-stimulating (catalytic) effects [20], which can be used
in water treatment [29]; high concentrations of heavy metals
are damaging. This explains the observed immunity of
S. oneidensis to heavy metals at low concentrations, while
other pollutants are still acting as inhibitors. M. capsulatus
(Bath), in contrast, are known by their abilities to use some
organic chemicals (hydrocarbons, alcohols) as food [23], and
therefore are used in sewage treatment [30]. In other words,
M. capsulatus (Bath) bacteria are catalyzed by some petro-
chemicals, while heavy metals and pesticides are still acting
as inhibitors. The optical and electrochemical study of both
S. oneidensis andM. capsulatus (Bath) showed the character-
istic changes, respectively, in the live bacteria concentration
and anodic current in line with their expected catalytic inhibi-
tion patterns.
Combining the above three types of bacteria in a sensor
array was logical and therefore enabled the array to identify
the type of pollutants. This could be achieved using optical
methods with flow cytometry being perhaps the most suitable
method for this task. However, very simple electrochemical
measurements of anodic current could do a similar job at a
substantially reduced cost. Modified screen-printed electrodes
with immobilized bacteria can be prepared in advance and
kept active for few weeks when stored in a fridge. Such elec-
trical tests can be used for quick preliminary analysis of water
samples; the samples indicating a presence of certain pollut-
ants can be passed to specialized laboratories further for more
detailed and accurate testing. The overall cost and time of
analysis will be substantially reduced as a result.
The sensor stability depends on the activity of immobilized
bacteria. We found that bacteria were still alive and active after
24-h storing in the fridge (4 °C), and after 48 h, the live
bacteria concentration slightly (10–15%) reduced, and after
72 h, reduced further to over 50%. Therefore, we can conclude
that currently the sensor stability is limited by 24 h. Ideally, the
electrodes with freshly immobilized bacteria have to be used
for sensing.
4 Conclusions and Future Work
The effect of different types of pollutants, heavy metals ions
(Pb2+), pesticides (atrazine), and petrochemicals (hexane) on
three types of bacteria, E. coli, M. capsulatus (Bath), and
S. oneidensis, was studied using three different optical
techniques: fluorescent microscopy and flow cytometry
which yields directly the ratio of live/dead bacteria,
stained, respectively, with Bgreen^ and Bred^ fluorescent
dyes and optical density measurements at 600 nm. All
three optical methods are capable of detecting the effect
of heavy metals, pesticides, and hydrocarbons on the
above bacteria, though the flow cytometry is much more
reliable. Fluorescent microscopy, however, which can be
also carried out on immobilized bacteria provides a very
useful link to the following electrochemical study. The
results obtained were encouraging; however, the use of
expensive and bulky optical instrumentation is not the
way forward for portable and cost-effective sensor
development.
Simple electrochemical tests, e.g., cyclic voltammo-
grams, either on screen-printed gold electrodes immersed
into liquid bacteria samples or (even better) on modified
screen-printed gold electrodes with immobilized bacteria
appeared to be very successful. The values of anode cur-
rent were found to correlate with bacteria concentration
and thus with the concentration of different pollutants
Table 2 Flow cytometry data: the
percentage of live and dead
bacteria before and after treatment
with different pollutants
Type of bacteria Type of pollutants Before After
Live (%) Dead (%) Live (%) Dead (%)
Escherichia coli PbCl2 61.88 38.12 28.11 71.89
Shewanella oneidensis PbCl2 74.32 25.68 55.68 44.32
Methylococcus capsulatus (Bath) PbCl2 65.49 33.51 36.49 63.51
Escherichia coli Atrazine 78.43 21.57 18.43 81.57
Shewanella oneidensis Atrazine 84.32 15.68 58.71 41.29
Methylococcus capsulatus (Bath) Atrazine 77.33 22.67 37.33 62.67
Escherichia coli Hexane 70.54 29.46 30.54 69.46
Shewanella oneidensis Hexane 88.71 11.29 45.68 54.32
Methylococcus capsulatus (Bath) Hexane 56.47 43.53 65.58 34.42
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acting as inhibitors for bacteria. The effect of different
pollutants on the three bacteria used was different:
E. coli is strongly inhibited, while S. oneidensis is practi-
cally unaffected in a wide concentration range of all pol-
lutants used. M. capsulatus (Bath) is strongly inhibited by
PbCl2 and atrazine but completely unaffected by hexane.
These facts opened a possibility of exploiting the princi-
ples of pattern recognition for identification of pollutants.
This work paves the way for the development of novel,
simple, and cost-effective electrochemical bacteria-based sen-
sor array for preliminary assessment of the presents of pollut-
ants in water. Future work which is currently underway will
focus on extending the range of pollutants (different heavy
metals, pesticides, and petrochemicals) and using advanced
data processing tools such as (ANN) artificial neural network





Fig. 4 Cyclic voltammograms for: E. coli in solution (a) and immobilized E. coli (b) treated with hexane; M. capsulatus Bath in solution (c) and
immobilized M. capsulatus Bath (d) treated with atrazine; and S. oneidensis in solution (e) and immobilized S. oneidensis (f) treated with PbCl2
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Fig. 5 Comparison of relative changes of anodic current (IA) at + 0.5 Vof all three types immobilized bacteria samples on modified electrodes exposure
to PbCl2 (a), atrazine (b), and hexane (c)
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